EXECUTIVE SUMMARY
Savannah River National Laboratory (SRNL) performed multiple Extraction-Scrub-Strip (ESS) testing using real waste solutions, and three Next Generation Solvent (NGS) variations, which included radiologically clean pure NGS, a blend of radiologically clean NGS and radiologically clean BOBCalixC6 (NGS-MCU), and a blend of radiologically clean NGS and radiologically contaminated BOBCalixC6 from the MCU Solvent system. The results from the tests indicate that both the NGS and the NGS-MCU blend exhibit adequate extraction, scrub and strip behavior.
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LIST OF ABBREVIATIONS

AD
ESS Test Conditions
For the ESS tests, material from the Tank 21H composite was used. For each test, the researchers used a nominal starting volume of 80 mL of aqueous feed and 20 mL of prepared solvent. ∑ For the first test, the solvent was the pure NGS, of a composition listed in Table 2 . For the second test, the solvent was a blended material "NGS-MCU".
∑ This set of volumes for the extraction step corresponds to a 4:1 A:O volume ratio. In the scrub and strip tests, the A;O volume ratio was 1:3.75.
This blended material was created from the current MCU solvent formulation ϒ and a prepared solution that would create a blended material designed to mimic the MCU solvent during initial NGS operations (this preparation was of an initially nonradiologically contaminated material, or "non-rad"). 5 For the third and fourth tests, the solvent was identical to the one used in the second test, except that the MCU solvent was actual samples from the MCU solvent hold tank (SHT). The used solvent was from the October 2012 quarterly samples 6 for the third test and for the fourth test the solvent was from the January 2013 quarterly samples. 7 The first two tests were run in parallel, at the same time. The last two tests were run individually. Table 3 shows the results from the ESS Test, corrected to the normal process operating temperatures (i.e., 23 ºC for extraction and scrubbing and 33 ºC for stripping). In an attempt to confirm whether or not this behavior was endemic, a fourth ESS test was run. At the same time, a review of the pH measurements (using pH swipes) of each step in each test provided insight to the cause of the unusual results (Table 4) . The uncertainties on the pH measurements are typically 0.5 pH unit.
Results and Discussion
In past NGS ESS tests, the pH results for the Strip#1 samples are typically 7-9, and then drop to a pH of 5-6 by Strip#3 (the drop is due to the initial small amounts of high pH aqueous carryover). In the first two tests, the Strip#3 results showed both a high pH result (results in red text color), and a high distribution value, while the Strip#1 and #2 results showed normal behavior for both pH and distribution value. In the third test, the Strip#1 and #2 results showed high pH (results in red text color) and D values, while the Strip#3 result showed normal behavior for both. It appears that due to a human error, scrub solution (0.025 M NaOH) was used in place of strip acid (0.01 M boric acid) during those steps showing the unusual results.
The fourth ESS test was run with an extra level of oversight. In this test all the strip pH and D value results showed expected behavior. This data indicates that the wrong scrub and strip solutions were used during various parts of the testing.
This data demonstrates the ability of NGS and the NGS blend to successfully extract cesium from real SRS salt feed, and give virtually identical results.
3.1 ICPES results ICPES analyses of all 12 aqueous strip samples were performed (Table 5) . In this table, shaded cells indicate steps that gave atypical results. The ICPES analytical uncertainty is 10%.
If during a test, scrub and strip solutions were accidently swapped, this becomes apparent in the ICPES results. The scrub solution is a 0.025 M NaOH solution (Na = 575 mg/L), while the strip solution is 0.01 M H 3 BO 3 (B = 108 mg/L). The shaded cells all show precisely the pattern of results that would indicate scrub and strip solutions were accidently swapped -a high sodium (~575 mg/L) and low boron result (<10 mg/L).
The last test (NGS-MCU (hot#2)) has no such pattern, which corroborates the acceptable results in all strip tests.
Quality Assurance
Requirements for performing reviews of technical reports and the extent of review are established in manual E7 2.60. SRNL documents the extent and type of review using the SRNL Technical Report Design Checklist contained in WSRC-IM-2002-00011, Rev. 2.
Conclusions
-A demonstration of cesium extraction, scrubbing and stripping cesium mass transfer intended to partially mimic the MCU operations after addition of the NGS cocktail, yielded behavior within acceptable norms. The NGS-MCU solvent should behave essentially as the NGS solvent. The values indicate the cesium removal should be superior to the current MCU solvent, and are comparable to previous tests using NGS.
-For the purposes of using modeling that only uses the cesium distribution values as inputs, SRNL proposes the following logic to distill the results of the four tests. For the extraction step, the results from all 4 tests will be averaged. For each scrub step, the results from all 4 tests will be averaged. For the strip #1, #2 steps, the averages of tests #1, 2, and 4 will be used, omitting the flier results in test#3. For the strip #3 step, the value from test#4 will be used, omitting the flier result in tests #1, 2 and omitting the result in test#3 (strip#3 step is really functioning as a strip#1 in that test). Given this logic, SRNL derives the following composite distribution values for systems using either pure NGS or NGS-MCU solvent.
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